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Abstract

Background: KASP (KBioscience Competitive Allele Specific PCR) and Amplifluor (Amplification with fluorescence)
SNP markers are two prominent technologies based upon a shared identical Allele-specific PCR platform.

Methods: Amplifluor-like SNP and KASP analysis was carried out using published and own design of Universal
probes (UPs) and Gene-specific primers (GSPs).

Results: Advantages of the Amplifluor-like system over KASP include the significantly lower costs and much greater
flexibility in the adjustment and development of ‘self-designed’ dual fluorescently-labelled UPs and regular GSPs.
The presented results include optimisation of ‘tail’ length in UPs and GSPs, protocol adjustment, and the use of
various fluorophores in different qPCR instruments. The compatibility of the KASP Master-mix in both original and
Amplifluor-like systems has been demonstrated in the presented results, proving their similar principles. Results of
SNP scoring with rare alleles in addition to more frequently occurring alleles are shown.

Conclusions: The Amplifluor-like system produces SNP genotyping results with a level of sensitivity and
accuracy comparable to KASP but at a significantly cheaper cost and with much greater flexibility for UPs
with self-designed GSPs.
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Background
Low- and high-throughput technologies based on SNPs
(Single nucleotide polymorphism) are a booming sector
in the field of plant genotyping. There are several types
of SNP analysis with very different principles and
applications (Reviewed in [1–7]). A revolutionary new
technology was realised in the commonly named
‘Allele-specific PCR’ (AS-PCR) based on the Fluorescence
(or Förster) resonance energy transfer (FRET) method [8].
The main advantage of the AS-PCR method is in the
combined application of two components for amplifica-
tion with: (1) Universal probes (UPs) dually labelled with
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two fluorophores, and (2) Non-labelled gene-specific
primers (GSPs) with a 3′-end designed to match with a
SNP, triggering amplification with either one of two
fluorescently labelled probes. In earlier reports, the UPs
were defined as ‘Universal energy-transfer labelled
primers’ [9–11]. However, to avoid any further confu-
sion between ‘probes’ and ‘primers’, we will use only
the term ‘Universal probes’ as the synonym of those
mentioned above.
KASP and Amplifluor SNP analyses
Two well-established technologies are based upon a
shared AS-PCR platform: (1) KASP or KASPar (Kompe-
titive Allele Specific PCR or KBiosience Competitive Al-
lele Specific PCR), and (2) Amplifluor (Amplification
with fluorescence) SNP markers.
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Fig. 1 Structure of two Universal probes (UPs) used in Amplifluor
SNP markers. Two UPs labelled with FAM (a) and with HEX/VIC (b)
are shown. The five major elements of each UP are indicated by
numbers in turn: (1) Fluorophores at the 5′-end; (2, 3) Hairpin with
stem and loop, respectively; (4) Modified oligonucleotide Thymine
(T) indicated by the asterisk, with Black hole quencher 1 (BHQ1),
shown in Bold; (5) A ‘tail’ specific for each UP in the 3′-end, shown
in Italics. Figure modified and adapted from [9, 10]
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KASP markers are designed and fully operated by LGC
Genomics (www.lgcgroup.com), who manufacture and
apply the technology through their own proprietary high-
throughput robotic system, starting from leaf samples
until the finished genotyping results. The basic principles
of KASP are similar to those in Amplifluor, but the under-
lying chemistry and probe/primer assay has been never
disclosed, representing a ‘trade secret’ of the Company. A
researcher has three options when conducting KASP
marker analysis. Large Universities and Research Centres
can buy whole or in-part, the instrumental modules for
KASP analysis including the reagent assays from LGC
Genomics; which obviously represents a substantial in-
vestment. The second option is to submit DNA samples
for KASP analysis directly to LGC Genomics office, which
is significantly cheaper, and costs about 10 times less than
other approaches such as the TaqMan method [12]. The
final option for the researcher is to order KASP Master-
mix and carry out their own genotyping using self-
designed GSPs. This method is more popular, since it
gives much more flexibility for researchers in the develop-
ment of various GSPs. The limitation of this option how-
ever, is the monopoly on the supply of KASP Master-mix,
produced by LGC Genomics, which is relatively expensive,
especially for small experiments. Usually, results of KASP
markers are highly accurate and effective, whether re-
searchers have bought Robotic lines and KASP Master-
mix or simply submitted DNA samples as customers, and
received automated KASP genotyping results [13].
The Amplifluor SNP genotyping system was developed

by Millipore, the company recently merged with Merck
(http://www.merckmillipore.com), and is available as re-
agent assays or a service. In contrast to KASP, the chemis-
try, design and sequences of all components in Amplifluor
systems were openly disclosed in both an on-line booklet
and published papers (for example, [9, 10, 14, 15]). Using
this platform, a researcher has the option to either order
reagents/service at Millipore or to design and order their
own Amplifluor-like system guided by simple instructions,
which drops the cost by 10–20-fold compared to KASP
markers. Very low cost is one of the most important, but
not the sole advantage of ‘self-made’ Amplifluor-like SNP
markers. A researcher has much more flexibility to design,
test, re-design (if required) and analyse as many SNP
primers as they wish using a once-ordered stock of two
UPs labelled with separate dyes. In fact, in new experi-
ments, a researcher needs to order only new GSPs at the
cost of regular oligos. In this case, the target, accuracy and
reproducibility of Amplifluor-like markers are placed
completely ‘in the minds’ and ‘in the hands’ of researchers.

Principles of Amplifluor universal probe structure
The basic design of UPs was published earlier [9, 10].
Each UP contains: (1) a specific fluorophore on the
5′-end; (2) a stem and (3) loop of a hairpin; (4) a
modified nucleotide Thymine (T) with a quencher;
and (5) a specific ‘tail’ on the 3′-end corresponding
to the fluorophore (Fig. 1). Two fluorophores are
used for the labelling of UPs to produce a mixture of
two specific UPs in each PCR, where the amplifica-
tion takes place differentially depending on SNPs and
GSPs (Fig. 1a and b).
Fluorophores
The fluorophore FAM is commonly used in all FRET-
based technologies [9]. The choice of the second fluoro-
phore is more variable; historically it was SR [10, 11] but
this was later replaced by JOE [3, 14, 15]. HEX remains a
popular second fluorophore choice [16], currently used in
all KASP markers [17]. The channels in qPCR instruments
manufactured by ABI-ThermoFisher were specifically
designed for the fluorophore VIC [18]. Details of all fluoro-
phores (FAM, SR, JOE, HEX and VIC), suitable for SNP
analyses, are provided in Additional file 1.
Hairpins
The size and length of the hairpin loop and stem of the
UPs have been reported as quite variable for Amplifluor
and self-designed Amplifluor-like SNP [9]. However, this
was later optimised and the most suitable parameters for
different types of SNP analyses were published [10, 15],
and are identical to those presented in Fig. 1. Nevertheless,
further modifications or even completely new designs for
hairpin structures in the UPs are possible by researchers
pending the further proven efficiency of such modifications.
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Table 1 Sequence of tails and Universal probes (UPs) and an
example of Gene specific primers (GSPs), used in Amplifluor-like
SNP markers

Name Sequence (5′-3′)

A. Tails

Tail 1-(FAM) GAAGGTGACCAAGTTCATGCT

Tail 2-(HEX/VIC) GAAGGTCGGAGTCAACGGATT

Tail 3-(FAM) GTTCATGCT

Tail 4-(HEX/VIC) GAACGGATT

B. Universal probes (UPs)

UP-1 (FAM) FAM-AGCGATGCGTTCGAGCATCGC(T*)GAAGGTGACCAAG
TTCATGCT

UP-2 (HEX/VIC) HEX/VIC-AGGACGCTGAGATGCGTCC(T*)GAAGGTCGGAGT
CAACGGATT

UP-3 (FAM) FAM-AGCGATGCGTTCGAGCATCGC(T*)GTTCATGCT

UP-4 (HEX/VIC) HEX/VIC-AGGACGCTGAGATGCGTCC(T*)GAACGGATT

C. Gene-specific primers (Example of barley KATU37, Contig ABC08184)

KATU37-F1 GAAGGTGACCAAGTTCATGCTATTGAGCGATTACGACGAGC

KATU37-F2 GAAGGTCGGAGTCAACGGATTATTGAGCGATTACGACGAGA

KATU37-R GCAAGGACAAGACAGGCAG

KATU37-F3 GTTCATGCTATTGAGCGATTACGACGAGC

KATU37-F4 GAACGGATTATTGAGCGATTACGACGAGA

KATU37-R GCAAGGACAAGACAGGCAG

In two pairs of tails, the identical sequences are underlined either with normal
case or in Italics. In UPs and in GSPs, the tails are shown in Italics. In UPs,
fluorophores are located in the 5′-end and the Thymidine (T) asterisked
indicates the positions modified with quencher BHQ-1. Data were extracted
from previously published material [10, 11, 14, 15] with modifications and
additional design
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Quenchers
Initially, only DABSYL quencher was used in early
Amplifluor SNP marker development [9]. With maximum
absorbance at 474 nm, DABCYL is excellent when paired
with FAM but it is less suitable for other fluorophores due to
its lower absorbance emission spectra (Additional file 1).
Nevertheless, successful applications of DABSYL in SNP
analysis using FAM and SR [10, 11], FAM and JOE [14, 15,
19, 20], and FAM and HEX [16] have been reported.
Black hole quenchers, BHQ1, BHQ2 and BHQ3, were

developed and used in plant pathology with TaqMan
PCR [21, 22] and in medical research [23]. Only BHQ1
has the maximum absorbance in the spectra of all fluor-
ophores, FAM, JOE, VIC and HEX (Additional file 1).
BHQ1 has been successfully used in our previous studies
of Amplifluor-like SNP markers in bread wheat [24].

3′-specific tails
On the 3′-end, each of the two UPs has a specific 21 bp-
long tail. The first six nucleotides in the tail following
the modified T carrying the quencher, are identical. The
last 15 nucleotides in the 3′-end are unique for each tail.
Initially, shorter tails were used for UPs labelled with
FAM and DABSYL quencher [9]. In later papers, tails
1 and 2 were indicated and used for Amplifluor SNP
analysis [10, 11, 14, 15] and these two tails are identi-
cal to those shown in Fig. 1.

Design of non-labelled gene-specific primers (GSPs)
A set of three non-labelled GSPs must be designed for
each specific Gene of Interest (GOI), following principles
that were published earlier [10, 11, 14, 15]. Two forward
primers are designed with 3-ends that separately match
the two identified variants of the SNP nucleotide. The
two forward primers therefore differ by only a single
nucleotide at their 3′-end. The single common reverse
primer is designed to generate an amplicon with an
optimum size between 50 and 120 bp. Each forward
primer with SNP-specific 3′-ends must also have a tail-
extension on their 5′-end. These extensions are identical
(but not complementary) to tails 1 and 2 in the two cor-
responding UPs, presented in Table 1. The set of three
GSPs required are regular non-labelled oligonucleotides,
costing the same as ordinary primers purchased for rou-
tine PCR, used in all molecular biology laboratories.

PCR protocols for Amplifluor SNP and KASP markers
There are many different published protocols suitable for
Amplifluor SNP and KASP markers, using various PCR
thermal cyclers. Protocols for Amplifluor SNP markers
contain either 35–40 identical cycles [10, 11, 19, 20] or
two groups of 20–25 cycles [14, 15]. Protocols for use with
KASP Master-mix contain 10 cycles with decreased
gradient temperature with a further 25–35 cycles [25–31].
Details of all protocols are present in Additional file 2.

Compatibility of KASP with ‘home-made’ master-mixes
As was mentioned above, researchers working with
KASP markers can buy and use the entire robotic line
for SNP genotyping various crops, as for example in
the University of Adelaide, Australia. Others submit
DNA samples to the LGC office and publish the re-
ceived SNP genotyping results, as shown for barley
[32] and peanut [33].
However, many researchers have also ordered KASP

Master-mix and carried out SNP genotyping in their
own laboratory using regular thermal cyclers or qPCR
instruments, as for example in wheat [26, 28, 34, 35],
soybean [27, 29, 36] and maize [37]. Interestingly, in
these papers, it was mentioned that GSPs, used together
with KASP Master-mix, had exactly the same tails 1 and
2, as shown in Table 1. Therefore, the two different types
of GSPs, developed for KASP and Amplifluor-like ana-
lyses, have identical tails. There is no available informa-
tion about the complete UPs structure in KASP, but two
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tails appear to be identical to those used in Amplifluor
SNP markers as shown in Fig. 1. We can speculate, there-
fore, that commercially produced KASP Master-mix and
self-designed Amplifluor-like SNP markers are compatible
and can be used interchangeably.
The aims of this paper are: (1) to estimate the effects

of modifications and optimise the protocol for reagents,
instruments, Master-mix, PCR, fluorescent signal detec-
tion and SNP calls; (2) to evaluate the basic protocol of
‘self-made’ Amplifluor-like markers for SNP analysis in
plants compared to those freely available in published
articles; (3) to compare the results of genotyping using
self-made Amplifluor-like markers and KASP markers
targeting the same SNP.

Methods
Plant material and DNA extraction
Plants of bread wheat and barley from a wide range of
cultivars were grown in a field trial in the Akmola
region, Kazakhstan. Leaves were collected and DNA
extracted as described in our earlier paper [24] following
a Phenol-chloroform extraction method [38], and DNA
quality checked by PCR.

Design of Universal probes (UPs) and gene specific
primers (GSPs)
In our experiments, we used UPs with four types of
specific tails (Table 1A). The first two tails (1 and 2)
were identical to those published earlier [10, 11, 14, 15].
The last two tails (3 and 4) were shorter, designed with
nucleotides 2–14 missing from the corresponding tails 1
and 2 (Table 1A). Sequences of the four UPs are
presented in Table 1B, where first two Universal probes,
UP-1 and UP-2, are identical to those presented in Fig. 1.
The last two Universal probes, UP-3 and UP-4, have
shortened tails as described. Two sets of GSPs (F1, F2, R
and F3, F4, R) were designed and used for each of GOI
with the corresponding UP-1/UP-2 and UP3/UP-4, re-
spectively. An example of one such GSP for the barley
GOI, Contig ABC08184, is presented in Table 1C and in
Additional file 3. All UPs labelled with FAM, VIC or
HEX were synthesized by DNA Synthesis Company,
Moscow, Russia (http://www.oligos.ru), and all gene-
specific primers were synthesized by Biosan Company,
Novosibirsk, Russia (http://www.biosan-nsk.ru).

Amplifluor-like SNP and KASP analysis
A Quant Studio-7 Real-Time PCR instrument, qPCR
(ThermoFisher Scientific, Paisley, UK) and FLUOstar
Omega Microplate Reader (BMG LabTech, Ortenberg,
Germany) were used at the Kazakh Agro-Technical
University, Astana, Kazakhstan. A Real-Time qPCR system,
Model CFX96 (BioRad, Gladesville, NSW, Australia) was
used at Flinders University, Bedford Park, SA, Australia.
The PCR conditions were the same as described in
our earlier paper [24] with altered PCR cocktail
composition. Microplates with 96- or 384-wells were
used with a 10 μl or 5 μl total reaction volume in
each well, respectively. The PCR cocktail contained 2
x Master-mix with the following reagents in final
concentrations: 1 x PCR Buffer, 1.8 mM MgCl2,
0.2 mM each of dNTPs, 0.25 μM each fluorescent
label probe, 0.15 μM of each forward primer, 0.78 μM
of reverse primer and 0.5 units of Taq DNA polymer-
ase (GenLab, Astana, Kazakhstan) or 0.1 units of
Maxima Hot-Start Taq-polymerase (ThermoFisher,
USA). Half of the PCR volume was genomic DNA,
adjusted for 10 ng/μl. The PCR program was opti-
mised as presented in Additional file 2. Genotyping
with SNP calling was determined automatically, as de-
scribed earlier [24]. Each experiment was repeated
twice and technical replicates confirmed a confidence
of SNP calls.
KASP analysis was carried out according to the manu-

facturers’ protocol in the LGC Genomics high-
throughput genotyping line based at the Plant Genomics
Centre, the University of Adelaide, SA, Australia. KASP
Master-mix and consumable materials were supplied by
LGC Genomics (Middlesex, UK).

Results
Optimisation of Amplifluor universal probes with
different tails
Amplifications using UPs with 21-bp length tails 1
and 2, and with the same UPs but with 9-bp length
tails 3 and 4, revealed similar results using qPCR
instruments (Fig. 2). The amplification of fluores-
cently labelled products using UPs with tails 1 and 2
started much earlier, at cycle 14, in both homo- and
heterozygous alleles (Fig. 2a and b). Relative amplifi-
cation, ΔRn, reached 8 units for a single allele ampli-
fication, with very strong differentiation between
alleles (Fig. 2a). Both heterozygote alleles showed
rapid and equal amplification curves with 9 units of
ΔRn at the PCR end-point.
In the case of UPs with tails 3 and 4, the amplifica-

tion started later, at cycle 24, in both homo- and het-
erozygous alleles (Fig. 2c and d). The discriminations
between homozygote alleles were based on a smaller
difference in ΔRn, reaching only 3 units of relative
amplification but still very clear after 30–35 PCR cy-
cles (Fig. 2c).

Compatibility of different qPCR instruments and
fluorophores for allele discrimination
No differences were found in the identical experi-
ments of Amplifluor-like SNP genotyping with UPs
labeled with FAM and VIC, using qPCR instruments

http://www.oligos.ru
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Fig. 2 Amplification curves for FAM- and VIC-labelled UPs with different tails. Amplifluor-like SNP markers were developed and used with ‘standard’
tails 1 and 2 for homozygous (a) and heterozygous (b) genotypes. Two UPs with shorter tails (tails 3 and 4) were used for SNP analysis of the same
homozygous (c) and heterozygous (d) genotypes. The data were extracted from [24] for plants of different bread wheat cultivars from Kazakhstan,
genotyped with the Amplifluor-like marker KATU48 designed for a SNP in the TaDREB5 Transcription factor. Relative amplification units, ΔRn, are show
in Y-axis for FAM or VIC fluorescence signals
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manufactured by ThermoFisher and BioRad (Fig. 3).
These instruments have channels designed for FAM
and VIC (Fig. 3a) and FAM and HEX (Fig. 3b) ab-
sorption, respectively. Similar results were recorded in
our experiments with FAM and HEX-labelled UPs in
the same qPCR systems (Data not shown).
Fig. 3 Comparison of Amplifluor-like SNP marker application with the sam
Real-Time PCR instrument (ThermoFisher Scientific, Paisley, UK), designed fo
(BioRad, Gladesville, NSW, Australia), designed for FAM and HEX discriminat
colours, using supplementary software for each instrument separately. X- a
fluorescence signals (a); and Relative fluorescence units, RFU, for FAM and
instruments, respectively
PCR protocols for Amplifluor SNP markers
Three types of protocols were tested in our experiments
using various PCR cyclers (Additional file 2). The first two
protocols were designed and used for the SNP Amplifluor
method. Protocol 1 represents a very generic three-step
cycling PCR with a relatively long extension time (40 s)
e UPs labelled with FAM and VIC fluorophores. Quant Studio-7
r FAM and VIC scoring (a) and Real-Time qPCR system, Model CFX96
ion (b), were used. Automatic calls for alleles are shown in different
nd Y-axes show Relative amplification units, ΔRn, for FAM and VIC
HEX (b); as determined by the qPCR ThermoFisher and BioRad
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and 35–45 cycles. In protocol 2, two portions of PCR cy-
cles were used with higher/lower annealing temperature
and shorter/longer time for annealing/extension in the
first 20 and last 22 cycles, respectively. Protocol 3 was
published and used for KASP markers with similar bio-
chemistry and was prescribed by LGC Genomics, as the
manufacturer of KASP technology.
Our experiments with self-designed Amplifluor-like

SNP markers and analyses of various GOI in bread wheat,
barley and chickpea revealed no significant differences in
the use of any of these three types of PCR protocols (Data
not shown). Our self-designed protocol 4 (Additional file 2)
is most similar to protocol 2 [14, 15] with the difference
being the inclusion of ‘doubled cycles’ combining a higher
and lower annealing temperature with shorter and longer
annealing/extension time in the first and second part of
each doubled cycle, respectively. Figure 2 shows PCR
amplification using different Amplifluor-like SNP probes
with 20 and 40 cycles, but we found that 30–35 doubled
cycles in the latter case was sufficient for clear recognition
of allele genotyping. We can conclude in this section that
the application of UPs in Amplifluor-like SNP markers is
stable regardless of PCR protocol variabilities, therefore
researchers may choose from published PCR protocols or
design their own to suit their specific needs.

Adjustment of PCR protocol with Amplifluor-like SNP
markers to resolve false-positives for heterozygotes
The efficiency and level of amplification play the most
important roles in SNP genotyping. Despite the precise
allele specificity, Amplifluor-like SNP determination can
fail and show ‘false-positive’ results, typically as hetero-
zygotes ‘ab’, where those genotypes are absent or present
Fig. 4 Comparison of different concentrations of Taq-polymerase in PCR with
The identicial PCR protocol was applied with the same DNA samples from a w
0.5 units (a) or 0.1 units (b) of Maxima Hot-start Taq-polymerase (ThermoFishe
and VIC fluorescence signals, respectively, as determined by the qPCR instrum
in very small numbers. An example of this false identifi-
cation of genotypes as heterozygotes is presented in
Fig. 4a for a bread wheat germplasm collection from
Kazakhstan with the Amplifluor-like SNP marker W58
designed in TF TaNFYC-A7. The perfect diagonal line in
Fig. 4a shows equal amplification signal with both FAM
and VIC fluorescent labels in each studied genotype.
This situation also occurred using other developed
Amplifluor-like SNP markers. However, this cannot be a
true reflection of the situation, since a germplasm collec-
tion will mostly contain little to no heterozygotes in any
given GOI.
Conflicts resulting in false genotype identifications

were resolved simply through reducing the concentra-
tion Taq-polymerase used. In the case presented in Fig. 4,
Maxima Hot-Start Taq-polymerase, manufactured by
ThermoFisher, was used. The amplification capacity of
this Taq-polymerase using the typical 0.5 enzyme units
per 10 μl of total PCR was so strong that it finally ampli-
fied fragments with both fluorescent labels. Figure 4b
shows our results using the same bread wheat collection
genotypes and the same SNP primer W58, only with
five-fold less Maxima Hot-Start Taq-polymerase (0.1
enzyme units per 10 μl total PCR reaction). Clear allele
discrimination was then observed in the studied wheat
accessions, with heterozygotes completely absent and
only a few undetermined genotypes (Fig. 4b).

Comparison of KASP and Amplifliour-like systems with
the same Master-mix
The same KASP Master-mix was used in both the ori-
ginal KASP and in the self-developed Amplifluor-like
systems. Figure 5 shows examples of two GOI studied in
Amplifluor-like SNP markers for ‘trouble-shooting’ of allele discrimination.
heat collection from Kazakhstan and the same marker W58, using
r, USA). X- and Y-axes show Relative amplification units, ΔRn, for FAM
ent



Fig. 5 Comparison of allele discrimination in KASP and Amplifluor-like systems using the same Master-mix. SNP genotyping was developed
targeting SNPs in a barley collection, in the FT5 gene using KASP (a) and Amplifluor-like (b) systems; and in the PHY-C gene using the same KASP
(c) and Amplifluor-like (d) systems. Blue and red dots indicate genotypes with homozygous alleles, green dots for heterozygous, pink dots and
crosses for samples with no signals, and black dots and squares shows NTC, No template controls. X- and Y-axes show Relative amplification units,
ΔRn, for FAM and HEX/VIC fluorescence signals, respectively, as determined by the qPCR instrument
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barley, where the same KASP Master-mix was used
with different GSPs and instruments for amplification
and allele discrimination. Paired panels a/b and c/d in
Fig. 5 show the very similar output from both sys-
tems, the only difference being the design of the
screens and colour variation for allele discrimination,
related to the technical settings of the instruments.
Application of Amplifluor-like SNP for rare allele
genotyping
Examples of genotyping scores in rare alleles both in
Kazakh wheat and barley are presented in Fig. 6. These
results were generated using an Amplifluor-like system
with our own self-designed GSPs.
Discussion
KASP and Amplifluor-like markers have similar principles
and applications for SNP genotyping. This point is sup-
ported by the available information showing that tails 1
and 2 in GSPs are identical in both methods. Additionally,
previously published information in conjunction with the
data presented in this paper confirms that KASP Master-
mix can be used with both original KASP technology and
a self-developed Amplifluor-like system for SNP genotyp-
ing. The structure of UPs in the KASP system remains un-
disclosed, but there is mention of ‘two universal FRET
cassettes’ with fluorophores (FAM and HEX) on the
web-site of LGC Genomics [17]. There is also no available
information about the type of quencher in the UPs, which
remains unknown for KASP genotyping, but we can



Fig. 6 Examples of rare SNP alleles in bread wheat and barley originated from Kazakhstan. a Rare SNP allele 1 in the collection of Kazakh wheat
(labelled with FAM). b Results of the discrimination of rare SNP allele 2 (labelled with VIC) in the Kazakh barley collection. X- and Y-axes show
Relative amplification units, ΔRn, for FAM and VIC fluorescence signals, respectively, as determined by the qPCR instrument
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speculate that the general structure of UPs in both KASP
and Amplifluor-like systems are very similar, if not
identical.
The perfect optimisation of UPs and associated

well-organised business and marketing makes KASP
markers very popular among plant biologists and the
wider range of researchers. A large and ever-growing
number of publications with references to KASP ana-
lyses indicates a continued high interest in this tech-
nology (Table 2). The cost of KASP markers,
however, remains relatively high, even when ordering
and using KASP Master-mix in researcher’s labora-
tory. In contrast, Amplifluor-like self-developed SNP
markers share the same molecular platform but are
much cheaper compared to KASP. The fewer number
of publications indicates that scientists may be
unaware of the Amplifluor-like SNP system and,
therefore, submit samples for KASP analyses or order
KASP Master-mix rather than develop and use their
own Amplifluor-like markers (Table 2).
Table 2 Comparison of KASP and Amplifluor marker
characteristics, cost and publications with references to these
methods

KASP Amplifluor

Automatic/robotic system Low- and high-
throughput

Possible but
not included

Sequence of probes and primer design Unavailable Available

Cost of low- and high-throughput
equipment line (US$)

450 K–550 K N/A

Cost of reagents in bulk per reaction, 5
or 10 μl (US$)

3.0–6.0 0.06–0.12

Number of publications in Scopus
database (including those with plants)

151 (61) 27 (5)
Our results indicate that it is not complicated to
order UPs based on published sequences or own
design. The two UPs, shown in Fig. 1 and Table 1,
contain a quencher in the middle of the probe and
different dyes on the 5′-ends. Therefore, the UPs are
relatively expensive reagents. However, these two UPs
are common for all experiments, and so need only be
ordered once in bulk. They can then be used in all
further AS-PCR experiments for a considerable time
without limitations, which significantly drops the cost.
The similar KASP Master-mix with UPs is more ex-
pensive. GSPs, with examples of sequences in Table 1
and Additional file 3, can be simply ordered as regu-
lar oligonucleotides.
SNPs can be identified through the researcher’s own

experiments, or sourced from published papers or
publicly available databases. Depending on the targets
of a researcher, a SNP may be required within a GOI
or in the flanking regions. It is strongly recommended
that the genetic fragment with putative SNPs is
sequenced to verify it’s presence, and the sequenced
genotypes showing SNPs can then be used as Refer-
ences for Amplifluor-like or KASP methods for SNP
analysis. However, this is not always possible, due to
timing or financial limitations, particularly in small
laboratories. In this case, it is possible to make a
preliminary analysis of the putative SNPs based on
published results or SNP databases. The advantage of
UPs provides extra-opportunity to order and screen
as many putative SNPs as researchers wish, without
sequencing requirements and with fewer expenses.
However, technical calls for allele discrimination from
the instruments used must be verified by later
sequencing of genotypes showing the clearest SNP
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scoring results. After SNP verification, such Reference
genotypes can be used for further genotyping.
In Fig. 3 we showed the application of the same self-

developed Amplifluor-like SNP markers in two different
instruments. The Real-time qPCR systems were manu-
factured by ThermoFisher and BioRad, respectively.
However, any similar qPCR cycler can be used for the
analysis of Amplifluor-like SNP markers, if such instru-
ments have at least two channels for absorbance analyses
in two different spectra compatible with the chosen
fluorophores [39, 40].
At the same time, most current researchers, par-

ticularly when using KASP Master-mix, do not need
to use any Real-time qPCR systems at all. Regular
PCR can be used, with any ordinary PCR cycler, in-
cluding older models. PCR products can be analysed
using a spectrophotometer with absorption of the
wavelength corresponding to the fluorophores used
(Additional file 1), which can then be converted
manually into SNP allele discrimination.
However, it is much more productive and appropri-

ate to use a Microplate Reader when high-throughput
methods are required. In this case, 96- and 384-well
plates are the most suitable format, sealed by optically
clear tapes and directly screened by a Microplate
Reader after completion of PCR. A large range of
manufactured Microplate Readers gives the opportun-
ity for researchers to choose the most appropriate
product depending on manufacturer price, availability
and personal preferences. In published papers, SNP
Amplifluor and KASP markers are mostly scored
using the following Microplate Readers: Victor 1420,
Perkin-Elmer Wallac, USA [11], FLUOstar Optima or
Omega, BMG LabTec, Germany [20, 25], and Tecan
Safire, Tecan, Switzerland [28, 36].
Three types of protocols were tested in our experi-

ments, using various PCR cyclers (Additional file 2). The
first two protocols were designed for and used with the
SNP Amplifluor method. Protocol 1 represents a very
generic three-step cycling PCR with a relatively long ex-
tension time (40 s) and 35–45 cycles. In Protocol 2, two
portions of PCR cycles were used with higher/lower
annealing temperature and shorter/longer time for
annealing/extension in the first 20 and last 22 cycles, re-
spectively. This produces more specific amplification of
the PCR product in the beginning, but more enhanced
amplification and extension in the second part of the
protocol. Protocol 3 was published and used for KASP
markers with similar biochemistry and was prescribed
by LGC Genomics, the manufacturer of KASP technol-
ogy. This protocol contains an initial 10 cycles, of a
relatively long duration (60 s) with a gradient of temper-
atures. Such a combination of long annealing and declin-
ing temperature in each cycle in Protocol 3 allows
amplification with maximal variability in the initial PCR
steps. The following cycles have 60 s annealing with no
dedicated extension steps. The note made in [26, 28]
that “amplicons are smaller than 120 bp, and extension
step is unnecessary” is correct at this point, but it
conflicts with the necessity of a very long previous
annealing step (60 s). In general PCR settings, 10 s is
sufficient for annealing of such amplicons. However, the
mentioned note matches perfectly the total time for
annealing + extension in Protocols 1 and 2, which was
exactly the same (60 s) as in Protocol 3. We believe that
such long time for annealing + extension is required due
to the similar nature of SNP Amplifluor-like and KASP
markers, including UPs and GSPs. In our experiments,
the most optimal PCR conditions were those described
in Protocol 4 (Additional file 2) with 20 ‘doubled cycles’
for UPs with tails 1 and 2, and with 30–40 cycles with
tails 3 and 4 (Fig. 2).
The PCR protocol must be carefully adjusted, with a

particular focus on the efficiency and level of amplifica-
tion using whichever brand of Taq-polymerase is
preferred. The main aim is to achieve a gentle start in
the amplification curve from a single fluorescent label
only, and only very minimal amplification from the
second fluorescent label. Use of high concentrations of
Taq-polymerase with strong amplification capacity
produces a greater risk of masking true results through
false amplification, since both GSPs differ by only a sin-
gle nucleotide on the 3′-end. Therefore, the adjustment
of PCR protocols to incorporate a lower concentration
of Taq-polymerase and fewer PCR cycles is required to
select the optimal start in fluorescence signal amplifica-
tion. A Reference genotype with a known sequence can
be very helpful in the initial PCR protocol adjustments.
SNPs can have differential distributions among studied

genotypes. The clearest genotyping results of SNPs
occur when large proportions of both alleles occur in
the studied accessions. However, this is not always the
case and is mainly related to the nature of gene-pool in
the studied accessions. For example, advanced breeding
lines sharing the same pedigree or a segregating popula-
tion originating from parents adapted to a local environ-
ment, with no introgression of exotic germplasms, very
often have limited genetic polymorphism, particularly in
the some GOI. Therefore, cases showing a large propor-
tion of both SNP alleles occur infrequently. In contrast,
rare SNP alleles, where only one or two genotypes differ
from the rest of the studied germplasm collection, or
from other offspring in the segregating population, oc-
curred more often. In our studies, up-to 60% of wheat and
30% of barley germplasms originated from Kazakhstan
can be characterised by rare SNP alleles. High probabil-
ities of rare SNP alleles can make it especially important
for further consideration and application in the crossing
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program to produce the perfect mapping population with
predicted segregating of the GOI. The application of
Amplifluor-like system for rare allele identification
showed perfect results in our experiments (Fig. 6).
Conclusions
Our study has shown that the Amplifluor-like system for
SNP genotyping delivers results with a sensitivity and
accuracy equal to those of KASP at a significantly cheaper
cost, and with much greater flexibility in UPs with self-
designed GSPs. For screening purposes, when a researcher
needs to test and check hundreds or thousands of putative
SNPs, the ‘self-made’Amplifluor-like SNP system is much
more suitable for developing simple, cheap and accurate
SNP markers. This statement is particularly important for
plant genetics and crop breeding, where hundreds and
thousands of individuals from progenies or breeding lines
must be analysed simultaneously, or during a short time
for Marker-assisted selection of the best-performing
plants. Furthermore, the ‘self-made’ Amplifluor-like sys-
tem for SNP genotyping is also most suitable for medical,
veterinary and microbiological research. The presented re-
sults of this study and application of the Amplifluor-like
SNP system can open new avenues for scientists to
develop and adapt existing systems of SNP markers for
their own additional improvements.
Additional files

Additional file 1: Names and characteristics of fluorophores and
quenchers used in SNP analyses based on FRET principles (PDF 232 kb)

Additional file 2: Protocols used for Amplifluor and KASP markers and
basic PCR cyclers. Protocols 1 and 2 were designed for Amplifluor SNP
analysis, while Protocol 3 was used for KASP markers. Protocol 4 was
designed as optimal and used in the current study. (PDF 152 kb)

Additional file 3: Example of design for non-labelled Gene-specific
primers (GSP), KATU37, in barley Contig ABC08184. SNP position in the
sequence was coded ‘M’, designating mixed nucleotides ‘A’ and ‘C’, and
highlighted in red. Two forward primers and one common reverse primer
are shown in Bold and highlighted in blue and purple, respectively.
Amplicon size is indicated. Two sets of forward primers with ‘standard’
and short tails (Table 1A), identical to those in the corresponding UPs
(Table 1B), and common reverse primer were developed. The tails are
shown in normal case. (PDF 296 kb)
Abbreviations
Amplifluor: Amplification with fluorescence; GSP: Gene-specific primers;
KASP: Kompetitive Allele Specific PCR or KBiosience Competitive Allele
Specific PCR; SNP: Single nucleotide polymorphism; UP: Universal probes
Acknowledgments
We want to thank the staff and students of S.Seifullin Kazakh AgroTechnical
University, Astana (Kazakhstan) and Flinders University, SA (Australia) for their
support of this research. We express our special thanks to Rebecca Fox and
Ken Chalmers for conducting of KASP analysis at the Plant Genomics Centre,
University of Adelaide (Australia). We also thank Carly Schramm for critical
comments in the manuscript.
Funding
The research and publication costs were funded by Research program N
0106/PTSF, Ministry of Education and Science (Kazakhstan).

Availability of data and materials
All data generated or analysed during this study are included in this
published article and its supplementary information files.

About this supplement
This article has been published as part of BMC Plant Biology Volume 17
Supplement 2, 2017: Selected articles from Belyaev Conference 2017: plant
biology. The full contents of the supplement are available online at https://
bmcplantbiol.biomedcentral.com/articles/supplements/volume-17-
supplement-2.

Authors’ contributions
SJ and AK coordinated the studies and organised general experiments, LZ
and GK carried out SNP genotyping, DS, AsZ and MB extracted and adjusted
DNA samples, VS and AT carried out experiments in the field and plant
sampling, AiZ worked with PCR protocol modifications, KS coordinated the
qPCR study and revised the corresponding section, PL supervised the project
and revised the final version of the manuscript. YS conducted the
experiment with UPs and GSPs, and wrote the first version of the
manuscript. All authors read and approved the final manuscript.

Ethics approval and consent to participate
Not applicable

Consent for publication
Not applicable

Competing interests
The authors declare that the research was conducted in the absence of any
commercial or financial relationships that could be construed as a potential
conflict of interest.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.

Author details
1Faculty of Agronomy, S. Seifullin Kazakh AgroTechnical University, Astana,
Kazakhstan. 2School of Biological Sciences, Flinders University, Bedford Park,
SA, Australia. 3School of Agriculture, Food and Wine, University of Adelaide,
Urrbrae, SA, Australia.

Published: 28 December 2017

References
1. Kim S, Misra A. SNP genotyping: technologies and biomedical applications.

Ann rev Biomed Eng. 2007;9:289–320.
2. Perkel J. SNP genotyping: six technologies that keyed a revolution. Nat

Methods. 2008;5(5):447–53.
3. Gašparič MB, Tengs T, La Paz JL, Holst-Jensen A, Pla M, Esteve T, Žel J,

Gruden K. Comparison of nine different real-time PCR chemistries for
qualitative and quantitative applications in GMO detection. Anal Bioanal
Chem. 2010;396(6):2023–9.

4. Peatman E. SNP genotyping platforms. In: Liu Z, editor. Next generation
sequencing and whole genome selection in aquaculture. Oxford: Blackwell
Publishing; 2011. p. 123–32.

5. Kumar S, Banks TW, Cloutier S. SNP discovery through next-generation
sequencing and its applications. Intern J Plant Genomics. 2012;2012:831460.

6. Kumpatla SP, Buyyarapu R, Abdurakhmonov IY, Mammadov JA. Genomics-
assisted plant breeding in the 21st century: technological advances and
progress. In: Abdurakhmonov I, editor. Plant Breeding. Rijeka: InTech; 2012.
p. 131–84.

7. Thomson MJ. High-throughput SNP genotyping to accelerate crop
improvement. Plant Breed Biotech. 2014;2(3):195–212.

8. Fors L, Lieder KW, Vavra SH, Kwiatkowski RW. Large-scale SNP scoring from
unamplified genomic DNA. Pharmacogenomics. 2000;1:219–29.

dx.doi.org/10.1186/s12870-017-1197-x
dx.doi.org/10.1186/s12870-017-1197-x
dx.doi.org/10.1186/s12870-017-1197-x
https://bmcplantbiol.biomedcentral.com/articles/supplements/volume-17-supplement-2
https://bmcplantbiol.biomedcentral.com/articles/supplements/volume-17-supplement-2
https://bmcplantbiol.biomedcentral.com/articles/supplements/volume-17-supplement-2


Jatayev et al. BMC Plant Biology 2017, 17(Suppl 2):254 Page 93 of 103
9. Nazarenko IA, Bhatnagar SK, Hohman RJ. A closed tube format for
amplification and detection of DNA based on energy transfer. Nucleic Acids
Res. 1997;25(12):2516–21.

10. Myakishev MV, Khripin Y, Hu S, Hamer DH. High-throughput SNP
genotyping by allele-specific PCR with universal energy-transfer-labeled
primers. Genome Res. 2001;11:163–9.

11. Bengra C, Mifflin TE, Khripin Y, Manunta P, Williams SM, Jose PA, Felder RA.
Genotyping of essential hypertension single-nucleotide polymorphisms by a
homogeneous PCR method with universal energy transfer primers. Clin
Chem. 2002;48(12):2131–40.

12. Chen X, Sullivan PF. Single nucleotide polymorphism genotyping: biochemistry,
protocol, cost and throughput. Pharmacogenomics J. 2003;3:77–96.

13. Babiker EM, Gordon TC, Chao S, Rouse MN, Wanyera R, et al. Genetic
mapping of resistance to the Ug99 race group of Puccinia graminis f.
sp. tritici in a spring wheat landrace CItr 4311. Theor Appl Genet. 2016;
129(11):2161–70.

14. Rickert AM, Borodina TA, Kuhn EJ, Lehrach H, Sperling S. Refinement of
single-nucleotide polymorphism genotyping methods on human genomic
DNA: amplifluor allele-specific polymerase chain reaction versus ligation
detection reaction-TaqMan. Anal Biochem. 2004;330:288–97.

15. Khripin Y. High-throughput genotyping with energy transfer-labeled
primers. In: Didenko VV, editor. Methods in molecular biology: fluorescent
energy transfer nucleic acid probes: designs and protocols, Vol. 335.
Totowa: Humana Press Inc; 2006. p. 215–40.

16. Kreuzer KA, Bohn A, Lupberger J, Solassol J, le Coutre P, Schmidt CA.
Simultaneous absolute quantification of target and control templates by
real-time fluorescence reverse transcription-PCR using 4-(4′-
dimethylaminophenylazo)benzoic acid as a dark quencher dye. Clin Chem.
2001;47(3):486–90.

17. LGC Group Limited: http://www.lgcgroup.com/products/kasp-genotyping-
chemistry. Accessed 2017.

18. Giancola S, McKhann HI, Bérard A, Camilleri C, Durand S, Libeau P, et al.
Utilization of the three high-throughput SNP genotyping methods, the
GOOD assay, Amplifluor and TaqMan, in diploid and polyploid plants. Theor
Appl Genet. 2006;112:1115–24.

19. La Paz JL, Esteve T, Pla M. Comparison of real-time PCR detection
chemistries and cycling modes using Mon810 event-specific assays as
model. J Agricul Food Chem. 2007;55(11):4312–8.

20. Hamilton A, Liang R, Whittl B. Application of the Amplifluor SNPs
genotyping system using a FLUOstar OPTIMA microplate reader. BMG
Labtech. 2010;187.

21. Schena L, Hughes KJD, Cooke DEL. Detection and quantification of
Phytophthora ramorum, P. kernoviae, P. citricola and P. quercina in
symptomatic leaves by multiplex real-time PCR. Mol Plant Pathol.
2006;7(5):365–79.

22. Jawhari M, Abrahamian P, Sater AA, Sobh H, Tawidian P, Abou-Jawdah Y.
Specific PCR and real-time PCR assays for detection and quantitation of
‘Candidatus Phytoplasma phoenicium’. Mol Cell Probes. 2015;29(1):63–70.

23. Fenati RA, Connolly AR, Ellis AV. Single nucleotide polymorphism
discrimination with and without an ethidium bromide intercalator. Anal
Chimica Acta. 2017;954:121–8.

24. Shavrukov Y, Zhumalin A, Serikbay D, Botayeva M, Otemisova A,
Absattarova A, et al. Expression level of the DREB2-type gene, identified
with Amplifluor SNP markers, correlates with performance and tolerance
to dehydration in bread wheat cultivars from Northern Kazakhstan.
Front Plant Sci. 2016;7:1736.

25. Saxena RK, Penmetsa RV, Upadhyaya HD, Kumar A, Carrasquilla-Garcia N,
Schlueter JA, et al. Large-scale development of cost-effective single
nucleotide polymorphism marker assays for genetic mapping in pigeonpea
and comparative mapping in legumes. DNA Res. 2012;19(6):449–61.

26. Trick M, Adamski NM, Mugford SG, Jiang CC, Febrer M, Uauy C. Combining
SNP discovery from next-generation sequencing data with bulked
segregant analysis (BSA) to fine-map genes in polyploid wheat. BMC Plant
Biol. 2012;12:14.

27. Yuan J, Wen Z, Gu C, Wang D. Introduction of high throughput and cost
effective SNP genotyping platforms in soybean. Plant Genet Genomics
Biotech. 2014;2(1):90–4.

28. Ramirez-Gonzalez RH, Segovia V, Bird N, Fenwick P, Holdgate S, Berry S,
et al. RNA-Seq bulked segregant analysis enables the identification of high-
resolution genetic markers for breeding in hexaploid wheat. Plant
Biotechnol J. 2015;13:613–24.
29. Shi Z, Liu S, Noe J, Arelli P, Meksem K, Li Z. SNP identification and marker
assay development for high-throughput selection of soybean cyst
nematode resistance. BMC Genomics. 2015;16:314.

30. Graves H, Rayburn AL, Gonzalez-Hernandez JL, Nah G, Kim DS, Lee DK.
Validating DNA polymorphisms using KASP assay in prairie cordgrass
(Spartina pectinata Link) populations in the U.S. Front Plant Sci. 2016;6:1271.

31. Pasquariello M, Ham J, Burt C, Jahier J, Paillard S, Uauy C, Nicholson P. The
eyespot resistance genes Pch1 and Pch2 of wheat are not homoeoloci.
Theor Appl Genet. 2017;130(1):91–107.

32. Cockram J, Jones H, Norris C, O’Sullivan DM. Evaluation of diagnostic
molecular markers for DUS phenotypic assessment in the cereal crop, barley
(Hordeum vulgare ssp. vulgare L). Theor Appl Genet. 2012;125:1735–49.

33. Khera P, Upadhyaya HD, Pandey MK, Roorkiwal M, Sriswathi M, Janila P,
et al. Single nucleotide polymorphism-based genetic diversity in the
reference set of peanut (Arachis spp.) by developing and applying cost
effective Kompetitive allele specific polymerase chain reaction genotyping
assays. Plant Genome. 2013;6(3):doi:10.3835/plantgenome2013.06.0019.

34. Jayatilake DV, Tucker EJ, Brueggemann J, Lewis J, Garcia M, Dreisigacker S,
et al. Genetic mapping of the Cre8 locus for resistance against cereal cyst
nematode (Heterodera avenae Woll.) in wheat. Mol Breed. 2015;35(2):66.

35. Cheng P, Gedling CR, Patil G, Vuong TD, Shannon JG, Dorrance AE, Nguyen HT.
Genetic mapping and haplotype analysis of a locus for quantitative resistance
to Fusarium graminearum in soybean accession PI 567516C. Theor Appl Genet.
2017; 10.1007/s00122-017-2866-8.

36. Pham AT, Harris DK, Buck J, Hoskins A, Serrano J, Abdel-Haleem H, et al. Fine
mapping and characterization of candidate genes that control resistance to
Cercospora sojina K. Hara in two soybean germplasm accessions. PLoS One.
2015;10(5):e0126753.

37. Su A, Song W, Xing J, Zhao Y, Zhang R, Li C, et al. Identification of genes
potentially associated with the fertility instability of S-type cytoplasmic
male sterility in maize via bulked segregant RNA-Seq. PLoS One. 2016;
11(9):e0163489.

38. Sharp PJ, Kreis M, Shewry PR, Gale MD. Location of β-amylase sequences in
wheat and its relatives. Theor Appl Genet. 1988;75:286–90.

39. Löfström C, Josefsen MH, Hansen T, Søndergaard MSR, Hoorfar J.
Fluorescence-based real-time quantitative polymerase chain reaction (qPCR)
technologies for high throughput screening of pathogens. In: Bhunia AK,
Kim MS, Taitt CR, editors. High throughput screening for food safety
assessment. Amsterdam: Elsevier; 2015. p. 219–48.

40. Kansas State University. http://www.ksre.k-state.edu/igenomics/equipment.
Accessed 14 Aug 2015.
•  We accept pre-submission inquiries 

•  Our selector tool helps you to find the most relevant journal

•  We provide round the clock customer support 

•  Convenient online submission

•  Thorough peer review

•  Inclusion in PubMed and all major indexing services 

•  Maximum visibility for your research

Submit your manuscript at
www.biomedcentral.com/submit

Submit your next manuscript to BioMed Central 
and we will help you at every step:

http://www.lgcgroup.com/products/kasp-genotyping-chemistry
http://www.lgcgroup.com/products/kasp-genotyping-chemistry
http://dx.doi.org/10.3835/plantgenome2013.06.0019
http://dx.doi.org/10.1007/s00122-017-2866-8
http://www.ksre.k-state.edu/igenomics/equipment

	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	KASP and Amplifluor SNP analyses
	Principles of Amplifluor universal probe structure
	Fluorophores
	Hairpins
	Quenchers
	3′-specific tails
	Design of non-labelled gene-specific primers (GSPs)
	PCR protocols for Amplifluor SNP and KASP markers
	Compatibility of KASP with ‘home-made’ master-mixes

	Methods
	Plant material and DNA extraction
	Design of Universal probes (UPs) and gene specific primers (GSPs)
	Amplifluor-like SNP and KASP analysis

	Results
	Optimisation of Amplifluor universal probes with different tails
	Compatibility of different qPCR instruments and fluorophores for allele discrimination
	PCR protocols for Amplifluor SNP markers
	Adjustment of PCR protocol with Amplifluor-like SNP markers to resolve false-positives for heterozygotes
	Comparison of KASP and Amplifliour-like systems with the same Master-mix
	Application of Amplifluor-like SNP for rare allele genotyping

	Discussion
	Conclusions
	Additional files
	Abbreviations
	Funding
	Availability of data and materials
	About this supplement
	Authors’ contributions
	Ethics approval and consent to participate
	Consent for publication
	Competing interests
	Publisher’s Note
	Author details
	References

